Department of Pathalogy

Point of Care Pathology Volume | — POCT and Phlebotomy/Specimen Collection, POCT WAIVED TESTS
Testing POCTWO042: Accula SARS-CoV-2 Test
wans . Appendix D: SARS-CoV-2 Maintenance Log

SARS-CoV-2 Maintenance Log: Accula™ Dock

Testing Unit: Month: Year:

Daily Maintenance: Clean Analyzer Exterior
Refer to Section XV in the procedure for step-by-step instructions. Indicate completion of each main task with a V.

Dock ID: Dock ID:
Unplu Outer Front . Unplug Outer Front .
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