Department of Pathology

Point of Care Pathology Volume I — POCT and Phlebotomy/Specimen Collection, POCT WAIVED TESTS
Testing POCTWO044: Xpert Xpress SARS-CoV-2 Tests on the GeneXpert Xpress System
wennes. Appendix B: Xpert Xpress SARS-CoV-2 QC Log Sheet

Xpert Xpress SARS-CoV-2 QC Log Sheet: Xpert Xpress® SARS-CoV-2 Test

Testing Unit: Month/Year: Frequency (external): Weekly and/or when opening new lot number
Result Key: Positive - RNA Detected, Negative - RNA Not Detected
Cartridge Serial Results
Date %?:izﬁgr Inst(lxjcr)r;eg)t 1D Nur?]ber QC Level QC Lot Number SARS-CoV-2 Result Acceptable Comments
(Last 4 Digits) (YIN)
RNA Detected Yes
Negative RNA Not Detected No
Invalid
RNA Detected Yes
Positive RNA Not Detected No
Invalid
RNA Detected Yes
Negative RNA Not Detected No
Invalid
RNA Detected Yes
Positive RNA Not Detected No
Invalid
RNA Detected Yes
Negative RNA Not Detected No
Invalid
RNA Detected Yes
Positive RNA Not Detected No
Invalid
RNA Detected Yes
Negative RNA Not Detected No
Invalid
RNA Detected Yes
Positive RNA Not Detected No
Invalid
RNA Detected Yes
Negative RNA Not Detected No
Invalid
RNA Detected Yes
Positive RNA Not Detected No
Invalid
RNA Detected Yes
Negative RNA Not Detected No
Invalid
RNA Detected Yes
Positive RNA Not Detected No
Invalid
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